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WAVEFORM STORE & RECALL 



Waveform Store 



STORE VTFORMS 



STORE W'FOR^S 
I— Data Format-i 
B RSDII 



H , “dl 



i— Auto-Stof'a- 

m 

W'ep Fill 



DO STORE 
(1->Card) 



2 

4 



s 



R ( 

C D 

Rll displayed 



-to- 



rn re H3 fi4 

Flpy HDD 



Press WAVEFORM lo slore waveforms lo btilamal 
memory (M1, M2, MS, or M4) In LaCroy's binary loimar. And 
lo slore waveforms in ellher binary or ASCII format lo floppy 
disk, or memory oard or removable hard disk (HOD) with 
Ihoee optleitt Inslalled. 

When 'Biliary" and either 'Pipy' or one ol ^e optional media Is 
selected, the menus shown on ihls pape will appear But when 
an internal memory (Mi-U4) e selected, neither the 'Data 
Formaf. nor 'Auto-Store' menus shown here wll appear. And 
when lha 'DO STORE’ menu button is pressed, the wavelorm 
mil be stored aut«ria(lcaly lo the selected memoty In binary 
lormai. 

Whan 'ASCII* cs selected, as shown on the next page, the scope 
mil store the waveform In an ASCII format Bui this wll create an 
output file requvlns 10^20 times the dek space ol the or^nal 
LeCroy binary file. A one-mepabyie record wll typicaly take up 
I^IS MB stored In ASCII Fur^ermore, waveforms stored m 
ASCII cannot then be recalled back into ihe scope. 



Atole.* 

> The capacity ot me Reference and "Zoom S Math " memofva 
each jnarcA moee ol Ihe anruisUfon memofvs. For every unH 
of record >englh per channel, a point can be stored many one 
ot the four U reference memories, artd the aame number of 
pomls for each "Zoom 6 tiaih " trace, 

> IWien more acrfuiafhon memory ts acrfuired by combining 
channela. a single long trace cen conaurrre aH the Inairwnenta 
Reference memory or "Zoom A Afarfi ' trace capacfry II this 
happena, a warnirrg message mH show on-screen no prevent 
the sccrdenlal storage of a nerr Irece re s refemnee memory 
sireedy m use 
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WAVePORM STORE & RECALL 



STORE W'FOR^S 

I— Data Fo rnat- i 
6inarL| 

(Spreadsheet) 



Setup PSCir 

Forffet 



r—Pu to- Store — I 

m 

W'ap Fill 



DO STORE 
(1->Card) 






s 



2 

4 



R ( 

C D 

i^i) ditplayadf 



-to- 



Flpy MOD 



Data Pamat 

For et^oQSing ^ta format as dssehbetf on no previous p&Q9 
When 'ASCI" has been seledad. t« pttnaiv 'Setup ASCII Formal" 
menu appear Immediately baoeath tils menu, giving access m 
I he secondary 'ASCII SETUP' menu (see naif When 

'Bina/y 

Setup ASCII Fonnat 

dpcears only vihen *ASCI* is h^hi^hied In 'tiata FcamaT, as shewn 
here. Per aocasslop tie sacootiy 'ASCII SETUP' menu {see nei7 

Auto Store 

Per aMmaDcatly stortip waveforms after each acc^AlOorL 'Fir stcrea 
util tie medium Is fled, 'nftle 'Wrap' stores comiiuoi£fy, discardng — 
Aslev%st-out — the ctJesi Itos. 

DO STORE 

To store vt accorfioce viWi spedkalons made n tie 'stcre* and *cr 
memfi (eeeaefonf 



Per saiedirip tie wavefom 'Al displayed' can only be sdocted wPen 
sndop lo Qpicnal stcr^ meda 



To sated Va imerrul mamcites 'Ml". 'M?'. -US' . or 'Mt', wten 'fiiwy 
e selected in the 'Data PormaT metu. asshovmayrteprffirkjuspeffe, 
Or tie optcnal 'Card'. 'Pipy* cr 'HDD* when 'ASCT is seleciad tom 
tie 'Data Pormarmenu. as aPown here 
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Aden SETUP 



ASCII SETUP 



Goto cr*i:". 




r^thi,»c 

t^tUb 



f 

> 



DMA F«mM 

This secondAY iri»nij. a ccass ed ihroi^n *SETUP ASCII PORUAT" 
offers a diolce ol ASCII lormals [Fof tfa/aiits on aao^ formal, soo 
Afio^!>dt(Si 
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WAVEFORM STORE & RECALL 



Waveform Recall 



RECALL WPORM 



flCCALL U’FQRM 

— Frof" 

Bil— HDD 

Card Flpy 



DO RECPILL 

Ml -> R 



ED 

M2 
M2 
M4 



-to- 



Q B C D 



PrMS WAVEFORM lo racdll a wav«1omi from Mlamal 
momoty, floppy, or tha epiiotui momory card or ramovabla 
hard disk (HOD). 

from 

To sdteci Ihe storage madluri Irerri Mhlch lo recall — In Iho case. 
Irtamal *Mamoi1as' 



OO RECALL 

To okoouto recall based on the selacnens made n ihe Trcm 
Memory and le' menus (see fiefow) Ai ihe same lime resets the 
horlzersal and vetilcal oosHloris as moII as ^e zooms, showing the 
fii eomeots of tia merroiv al its original macrilUcaHen. 

from Momory 

For selecting iha source memory 



to 

To aelaci the destination trace. 



Mctmt Performing » reeeff oparaffon from an Infam a i mamocf 
ro Trace A-0 overrides an/ previous deflnir/oo of die 
6aatinalkin traea. 



1 ^ 






RECALL WFORM 



{FLOPPY DISK OR OP1TONAL STORAGE DEVICE) 




from 

Sdteci the devicd or medluin ori M^lch file tt sterad — "HDD’'. 
-Card'.or'flpy* 

DO RECALL 

To dKOCula rocai based on no sslacllons made In the 'fie" and *lo" 
menus 

Fllo 

To ssled the (lie on Mtetfi the wavafonn Is stored, uslr^ the 
aOtibuled menu knob 



AM#: The 0Jea OsM vM be /hose hi fhe ourreM wonkM^ 
d/ftelorY- 



For selecting (he destmallen memotv- K "Ml M' « sefecled up (o 
leur flies with the same Ihrea^lt nutneiic axianslon as the ounent 
*Fle' selection wl be racallad nio memohes U1 -4. 
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